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Dear Ms. Dove:

We have r eviewed your Section 5 10(k) premarket notification of' intent to market the device
relerenced above and have determined the device is Substantially equivalent (for the indications
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of thle Federal Food, Drug,
and Cosmetic Act (Act) that do not require approval ofa premarket approval application (P'MA).
You may, therefore, market the device, Subject to the general controls provisions of the Act. The
general controls provisions of the Act include requirements for annual registration, listing of
devices, good Manufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRI-l does not evaluate information related to contract liability
warranties. We remind you, however, that device labeling must be truthful and not misleading.

If your device is classified (see above) into either class 11 (Special Controls) or class Ill (PMA), it
may be Subject to additional controls. Existing major regulations affecting your device can be
found in the Code of ederal Regulations, Title 2 1, Parts 800 to 898. In addition. FDA may
publish further announcements concerning your device in the Federal Register.
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Please be advised that FDA's issuance of a Substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
or any Federal statutes and regulations administered by oilier Federal agencies. You Must
comply with all the Act's requirements, including, but not limited to: registration and listing (21
CER Part 807); labeling (21 CF-R Part 80 1); medical device reporting (reporting of medical
device-related adverse events) (21 CFR 803); good manufacturing practice requirements as set
forth in the quality systems (QS) regulation (21 CFR Part 820); and if applicable. the electronic
product radiation control provisions (Sections 53 1-542 ofthe Act); 21 CFR 1000- 1050,

If you desire specific advice for your device on our labeling regulation (21 CFR Part 80 1), please
contact the Division of Small Manufacturers, International and Consumer Assistance at its toll-
free number (800) 638-204 1 or (301) 796-7 100 or at its Internet address
http://xvww.fda.gov/MedicalDevices/Resouricesl'orYoi/lnidustrv/dctbult.litmi. Also, please note
the regulation entitled, "Misbranding by reference to preniarket notification' (2I1CFR Part
807.97). For questions regarding the reporting of'adverse events uinder the MDR regulation (2 1
CFR Pail 803), please go to
http://%Nvw.fda.aov/MedicalDevices/Safetv,/ReocortaProblein/default.htiii for the CDRI-ls Office
of Surveillance and Biometrics/Division of Postimarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free number
(800) 638-204 1 or (30 1) 796-7 100 or at its Internet address
lhtt):H//wvw.I 'da.pov/Med icaIDevices/ResourcesforYoui/Industirv/defa,it.i

Sincerely yours,

Tejashri Purohit-Sheth, M.D.

'TeJaiZiI cvurolit-Shti Mo.. ClinikaI Deputy Director
DAGRID/ODE/CDR11 FOR

Erin 1. Keith, M.S.
Director
Division of Anesthesiology, General H-ospital,

Respiratory, Infection Control and
Dental Devices

Offlce of' Device Evaluation
Center for Devices and

Radiological Health

Enclosure
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510(k) number: K140289

Device Name: lnstru-SafeO Instrument Protection System

Indications for Use:
Instru-Safe l1 nstrument Protection System cassettes are used to organize and protect other medical devices

that are sterilized by a healthcare provider. lnstru-Safe Instrument Protection System cassettes are intended
to allow sterilization of the enclosed medical devices during a Sterrad I1005 Standard and Sterrad I OONX
Standard sterilization cycles. The lnstru-Safe Instrument Protection System cassettes are intended to be
used in conjunction with legally marketed wrap or Aesculap rigid container. The lnstru-Safe Instrument
Protection System cassettes are not intended on their own to maintain sterility. A full list of device models
is provided in table 1.

The following sterilization trays were validated with the corresponding rigid containers:
* Sterrad JOOS Standard Cycle AsuaCotieMdl[summitCassette Model Asua otie oe

II-823-AE J JM444
IjIN-6105 J JM440

* Sterrad IOONX Standard Cycle _________________

mmHit Cassette Model Aesculap Container Model
Mf .6 0 m_ 

_ _ _ _ _ _ _

-8823-AE j JM444
I FN-6105 ___________ *JM440
*Validated by Summit Medical for use in Sterrad I1005 Standard Cycle and Sterrad IO0NX
Standard Cycle ONLY. Consult container instructions to ensure that contents do not exceed the
sterilization containers intended load claims.

Lumen claims for Sterrad 100S Standard and Sterrad IOONX Standard Cycles:
4 Stainless steel lumens with 3mm inner diameter x 400mm length All appropriate sized models listed in
2 Stainless steel lumens with 3mm inner diameter x 200mm length Table I with the exception of IN-2681

I Stainless stee luens with 3mm inner diameter x 200mm length IN-2681
I Stainles seel lumens with I1mm inner diameter x 65mm length

Prescription Use: _______ OR Over-The-Counter _X___
(Per 21 CFR 801.109)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Concurrence of CDRJ-, Office of Device Evaluation (ODE)

Dlgitally signed by Sreekanth Gutala -5Sreeka nth DN: c=US, o=U.S. Government,
ou=HH-S, ou=FDA, ou=People,
0.9.2342.19200300.1 00.1.1=20005404
90, cn=Sreekanth Gutala -SG u ta la -S Date: 2014.06.25 15:35:48 -04'00'
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Table I - Device Models _____________________

Part Number maximum ft or Instruments Estimated Weight - Tray w/Iinstruments (Ibs)

IN-2681 13 0.64

IN-2682 13 0.89

IN-2683 13 1.39

IN-2840 36 8.75

IN-2842 24 6.5

IN-2843 36 8.75

IN-2880 56 12.1

IN-2900 22 4.18

IN-2950 12 4.1

IN-3030 34 9.5

IN-4000 20 3.2

IN-4003 30 3.25

IN-4010 10 1.98

IN-5401 6 2

IN-5401-02 2 1
IN-5401-03 2 1____________________

IN-5401-08 8 3.2

IN-5401-12 12 3.25

IN-6103 2 2.15

IN-6105 2 2.15

IN-6110 3 2.15

IN-6203 2 2.75

IN-6205 2 2.75

IN-6210 2 2.75

IN-6240 2 2.75

IN-6303 2 3.28

IN-6305 2 3.28

IN-6310 2 3.28

IN-6403 2 3.28

IN-6405 2 3.28

IN-6410 2 3.28

IN-7012 1 1.07

IN-7032 2 1.1

IN-7150 8 1.9

IN-7153 6 1.7

IN-7223 10 9.2

Summit Medical, Inc. I815 Northwest Parkway. Suite 100 ISt. Paul, MN 55121 USA
phone: 651.789,3939 1fax: 651.789.3979

www.summitmedicalusa.com
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IN-7224 IS 7.2

11N-7225 10 9.5

IN-7723 15 7.18

IN-7724 15 7.2

IN-7725 10 9.5

IN-7823 18 4

IN-7940 20 13.25

IN-8240 20 13.5

IN-8420 20 13.5

IN-8610 2 6.65

IN1-8612 2 6.8

IN-8613 2 6.1

IN-8615 2 5.8

IN-8616 2 5.8

IN-8620 3 7.2

IN-8621 4 7.18

IN-8622 4 7.18

KN-8630 3 6.5

IN48632 3 6.45

IN-8633 3 6.8

11N-8640 4 5.35

31N-8642 4 5.35

IN-8643 5 5.35

11N-8645 4 5.35

IN-8660 4 5.35

IN-8662 4 5.35

1N-8663 4 5.35

31N-8810 20 13.5

IN-8820 15 8.75

11N-8823 45 14

IN4-8830 15 8.75

IN4-8933 45 14

11N-8840 20 13.75

11N-8850 15 8.75

IN4-8853 45 14

11N-8860 15 8.75

1N-4863; 30 10.5

314-8880 45 14

Summit Medical, Inc. I815 Northwest Parkway. Suite 100 ISt, Paul. MN 55121 USA
phone: 651.789.3939 1 fax: 651.789.3979

ww.summtmedicalusa.com
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IN-8882 2 3.28

IN-8883 16 12.1

IN-8884 2 3.28

IN-8885 1 2.25

IN48886 6 12.1

IN-8889 6 12.1

IN-8891-S 1 2

IN-8891-SI-12-S 1 2

IN-8891-SI-S5-S 1 2

IN-8892-01 12 12.1

IN-8893 9 7.5

IN-8894 5 16.1

IN-8897 8 6

IN-8898 10 10.25

IN-8899 7 6.5

IN-8901 1 2.25

IN-8902 22 17

IN-8903 I5 13.25

IN-8904 22 17

IN-8907 7 12.5

IN-8945 2 5.18

IN-8946 9 6.3

IN-8980-01 20 9.5

1N-8982-01 17 9.5

IN-8983-01 16 9.5

IN-8984-01 15 9.5

IN-8986-S 2 6.5

IN-8987-S 2 6.5

IN-8988-S 2 6

IN-8989-S 2 6

IN-9999-160 6 12.1

IN-9999-162-S 2 5.8

IN-9999-168-S 2 5.8

IN-9999-1 72-S 2 5.8

IN-9999-I78-S 2 5.8
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